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和 数据处理 ，咀及使用标定结果时所要注意的问题 提出了一种以测试手段和分析办法相 结 
台的美于标定涡街流量计的新的技术造径，咀缩短标定装置的轴向尺寸，降低标定费用。对 
于充分湍流的卿管流动 ，根据 Nikuradse的实验结果，给出了截面平均流 速与最大流 速 
之比随雷诺 觳变化的简洁计算公式。 
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数。研究表明， 当旋涡发生体几何形状确定时， Sf在一定的雷诺数范围内为常数。因 
此，当特征长度一定时，对流速、流量的测量，归结为对旋涡脱落频率的测 量。为了避免 
或减少管壁边界层的影响，必须使涡街流量计的旋涡发生体位于管道截面的中心位置。 
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值相等。式中 =Q／S为平均流速，S为管道截面积。从本质上说，涡街流量计是一种 
流速测量仪表，旋涡额率只与流速有关。在一定的雷诺数下，当速度剖面较为饱满时， 
旋涡频率主要依赖于最大流速 ，因此只要 相等则旋涡额率也就大致相等，即使是截 
面的流速分布有较大差异。而流经某一截面的介质体积流量则取决于该截面的平均流速 
。 因此，要从 与 ，的基本测量数据 导出0与 ，的关系需引进无量纲流速分布参数 。 
为便于叙述和讨论，考虑一维定常不可压等截面管流情形。显然沿管流的轴线方向截面 






通。 当管道稳定流场建立后测量喷管喉部的气流总压 P。和总温 (已知喷管喉部面积 
。)，便可求出管流的质量流量，再除以喷管前方粗管段低速流的空气密度而得到体积 
流量0}与此同时，测量涡街流量计的旋涡频率 ，，使流量q与旋涡频率 ，一一对应， 
经数据拟合便给出0与 ，的关系式。这种标定方式似乎不必求参数 而直接建 立起 0与 
，的关系，然而它对涡街流量计上游和下游的直管段长度却有严格的要求，这样才能模 
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和 6分别是直线方程 (5)的截距和斜 率，其数值 分别由下式求得 
Ⅱ 一  
6一 Ⅳ 三，iUr-三fj三U 
1 可  
f=1，2，⋯ ，Ⅳ } ㈣ 
下面导 出流量O与旋涡频率，的关系式。对式(5)两边乘以管道截面积 ，得到 
US=S +6，) (7) 
并年I用式(8) 
i S一 (0+6，) 
囡为Q— s，所以 
0= 。+ ， (8) 
式中，≥，。，，o是对应于下临界雷诺数的旋涡频率。 当雷诺数凰 (特征长度取为旋涡发 
生体迎流面最大宽度 d)大于此临界雷诺数时，Strouhal数 保持不变。 
从上述讨论和公式推导可以看出，对于标定涡街流量计，最主要的有两点。一是经 
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值在相同雷诺数下较 之后面的半经验公式(1 5)略高2 左右 。 
4．3 半经验分析办法 
Nikurad~e曾在根宽的雷诺数范围内，即4×10’≤RD≤3．2×10‘，对光滑圆管的摩 
擦律和速度剖面进行了很垒面的实验研究 。 表明当雷诺 数增j：时， 速度剖 面更加饱 
满。当管道内的流动为端流时，在半径方向上匪管道中心轴为 r处的流速可用经验公式 
表示如下 
= ( 一毒)“ (14) 





0 - 2 
惫而  (15) 
|与速度分布指数 的关系 
n 6 7 8 9 10 




2．56×10 ≤R口<~ 307．4×10‘ 
n是关于雷诺数R口的单调函数，随 R。的增大而增加。 从图1可以看出， 在宽广的雷 
囊 1叠带数 RD与 n的关系 
R D x1O ／1． R D×10_‘ n R D ×10’‘ 
2．56 7．0 42．8 8．6 110．0 0．t 
10．5l 7．3 53．6 8．8 152．0 9．7 
20．56 8．O 57．2 8．8 198．0 9．8 
32．0 8．3 6t．0 8．8 235．2 9．8 
38．t 8．5 70．0 9．0 278．0 9．0 
39．56 8．5 84．4 9．2 307．0 9．9 囤 1 速窿分布指数 与雷诺数RD的关系 
— — 拟台公式 (16) 0 表1实验数据 
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诺数范围内式 (16)与表 1 Nikuradse实验数据的符台程度是使人能够接受的，是对实验 
数据的较好逼近，可与式(15)联用，求出 随 只D的变化。 
5 结 论 
根据上述详细的分析讨论，可得出如下主要结论t 
(1)对管流引进一相似参数， 即截面平均流速 与最大流速 U之比 =五，U。 运 
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THE DISTRIBUTIoN PARAM ETER oF FLoW  VELoCITY AT 
THE CRoSS SECTIoN oF PIPE AND ITS A PPLICATIoN 
To THE CALIBRATIoN OF VoRTEX FLoW METER 
He Longde 
(Institute 0，M~chaaic$．Academia S~nlca) 
Abstract The several problems are discussed in this paper，those are 
the requiremerits of calibration tests to the distribution of flow velocity at 
the cross section of pipe，the selection of fit formula and data processing， 
and the noticeable problems aS application the calibration coefficients of 
vortex flowmeter．A new technica1 way of the calibration of vortex flow— 
meter has been proposed by means of measurement with analytical method， 
in order to reduce the axial size of calibration equipments，and the call— 
bration costs．This paper provides a simple and direct expression about mean 
velocity to maximum velocity ratio at the cross section of pipe throughout 
the range of the Reynolds numbers studies，by using Nikuradse’S experl— 
merit data for the fully developed turbulent flow in the pipe of circular 
cross section． 
Key words vortex flowmeter flow in a pipe 
of flow velocity~ calibration tests measurement 
distribution parameter 
of frequency 
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